[Microcomputer image analysis of surface parameters of the optic disk].
103 normal and 86 open-angle glaucoma optic disks were evaluated with the microcomputer image analyser. Except for the diameter and area, all other parameters of the normal disk differed significantly from those of the glaucomatous disk. The cup/rim area ratio in glaucoma was significantly larger, while the cup/disk area ratio was moderately so, indicating that the former was more useful in the early diagnosis of glaucoma. The microcomputer image analyser was reliable and accurate, also capable of processing blurred images from varying exposure and focussing. The quotient between the horizontal and vertical C/D ratios was a relatively stable value with changing glaucomatous cupping.